
















3Using the BioCam2.0TM

Recording Video
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Adjusting Video Image

1. Go to Settings on the menu bar and select Video Filter.

2. Adjust video accordingly.



Thank You for Choosing BioCam2.0TM

Enjoy the �exibility and portability of BioCam2.0TM . We hope that the 
BioCam2.0 TM made diagnosing easier and increased client’s compliance.

 If you have any inquiries or questions regarding the BioCam2.0TM , please go 
to 

our o�cial web site at: 

www.goldlinebiocam.com 

or 
contact one of our personnel at:

info@goldlinebiocam.com 

or 
simply call us at:  

1800 319 3880
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